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Introduction
The EnzChek® fluorescence-based cellulase substrate 

was developed for simple and rapid quantitation of cellulase 
(EC 3.2.1.4). The assay can be completed in 30 minutes or less—
simply mix the enzyme with the EnzChek® cellulase substrate 
working solution, incubate, and read the results. In contrast to 
other more complex, multistep assays, the EnzChek® cellulase 
substrate is perfect for use in a high-throughput environment. 
This fluorescence substrate is highly sensitive, with a detection 
limit as low as 40 µU/mL cellulase. It is also possible to use this 
substrate in a colorimetric assay, albeit with reduced sensitivity.

Materials
The EnzChek® cellulase substrate is provided in a unit size 

of 1 mg. A suitable stock concentration for this substrate is 
1 mM. This can be prepared by adding 1.86 mL of 50% DMSO 
directly to the vial of substrate. Sufficient material is supplied 
for ~186 assays, based on a 100 µL assay volume in a 96-well 
microplate format. The EnzChek® cellulase substrate can be 
adapted for use in cuvettes or 384-well microplates.

Storage
Upon receipt, store the substrate at ≤–20ºC, desiccated, and 

protected from light. Under these conditions the material should 
be stable for at least 2 years. Substrate solution may be kept at 
≤–20ºC, however fluorescence background signal may increase 
over time.

Handling and Disposal 
We must caution that no data are available addressing the 

toxicity of the EnzChek® cellulase substrate. Treat the reagent 
with the same safety precautions as all other chemicals with 

unknown toxicity, and dispose of the dye in accordance with 
local regulations. 

Suggested Protocol
During all steps, protect the EnzChek® cellulase substrate and 

any working solution(s) from light as much as possible. 

1. Equilibrate the assay components to room temperature. 
Remove the EnzChek® cellulase substrate from storage and 
equilibrate to room temperature.

2. Prepare appropriate digestion buffers. We recommend using 
100 mM sodium acetate for acidic cellulases. The substrate has 
optimal activity at pH 5.0. For 200 assays, 40 mL of digestion buf-
fer will be sufficient: 20 mL for substrate preparation and enzyme 
titration and 20 mL for intermediate dilutions. Any unused diges-
tion buffer should be stored at 2–6˚C and used only as long as it 
remains free of microbial growth.

3. Make a working solution of the EnzChek® cellulase 
substrate. Dissolve the contents of one vial of cellulase substrate 
in 1.86 mL of 50% DMSO. Dilute the substrate 5 fold by transfer-
ring the entire contents of the vial to a disposable plastic container 
and adding 7.44 mL of digestion buffer (Molecular Probes 
scientists use 100 mM sodium acetate, pH 5.0) or other suitable 
cellulase buffer; see Protocol Details. This amount of substrate is 
enough to perform ~186 assays (50 µL per well in a 96-well micro-
plate). For short-term storage (days), unused substrate solution 
may be placed at ≤–20ºC protected from light. Long-term storage 
is not recommended.

4. Prepare enzyme standard and sample dilutions. Perform 
dilutions of the test enzyme and the standard enzyme in digestion 
buffer. Ensure that a sufficient volume of each dilution is prepared 
so that each well contains 50 µL (account for duplicates or tripli-
cates when making dilution series if they are to be used). Consult 
Table 1 for detection limits and ranges. 

5. Load microplate. Distribute the cellulase dilution series 
(from step 4) in separate wells of a microplate (50 µL per well), 
Add 50 µL of digestion buffer to a separate well to serve as a 
buffer-only control. To each test and control well add 50 µL of 
EnzChek® cellulase substrate working solution (from step 3) and 
mix well. Duplicates or triplicates are recommended. Incubate for 
30 minutes at room temperature, protected from light. Incubation 
times may vary; see Protocol Details. 
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6. Measure the fluorescence using a microplate reader. Exci-
tation and emission maxima are 339 (shoulder at 360 nm) and 
452 nm, respectively. Excitation/emission settings of 360/460 nm 
are optimal for this substrate. 

7. Use a standard curve to determine cellulase activity. For the 
cellulase standards, plot amount vs. fluorescence, and fit a line to 
the data points. Sample standard curves are given in Figure 1.

Protocol Details

Reagent Dilution

The digestion buffer described herein is recommended for 
detecting the activity of most cellulases complexes with activity 
optima from pH 4.5 to 6.0 using the EnzChek® cellulase substrate. 
Buffers other than this may be acceptable, although assay perfor-
mance will be adversely affected at pH values below 4.5.

Sample Volumes
The assay has been optimized for 100 µL total well volumes. 

We recommend preparing enzyme standard and sample dilutions 
in volumes of at least 0.5 mL, which are then distributed to indi-
vidual wells of the microplate. 

Assay Time and Temperature
The assay temperature is “room temperature,” defined here as 

20–25°C. Assay temperatures outside of this range have not been 
tested, but may be acceptable. The assay described here has been 
optimized for a 30 minute incubation period. Sensitivities may be 
increased by incubating longer. Conversely, if high sensitivity is not 
required, incubation times may be reduced. We recommend incu-
bations of at least 5 minutes. The exact incubation period is not 
critical. However, it is important that all reactions being compared 
in the experiment are incubated for the same time.

Standard Curves and Detection Limits
 Detection limits may vary with instrumentation and enzyme 

source. Enzyme activity may vary depending on incubation buf-
fers and temperature, as well as the storage conditions and number 
of freeze-thaw cycles to which the enzyme preparation has been 

subjected. Different dilution schemes of the same enzyme source 
may also cause variation in activity. Cellulase complexes may 
contain multiple classes of enzymes. For these reasons, we recom-
mend preparing new standard curves on the same day samples 
are run, preferably on the same microplate. Use an appropriate 
enzyme standard of known specific activity that closely matches 
the cellulase activity being determined.

Colorimetric Assay
In the presence of cellulase, the EnzChek® cellulase substrate 

exhibits an increase in absorption at 360 nm (Figure 2) which is 
proportional to the amount of enzyme present (Figure 3). This 
change in absorption can effectively quantitate enzyme activity 
using the EnzChek® cellulase substrate and the protocol described 
above. Sensitivity and dynamic range may be affected. 

Table 1. Detection limits of the EnzCheck® cellulase substrate. 

Source Detection Limit 
(mU/mL)

Detection Range 
(mU/mL)

Sigma C2730
From trichoderma reesei 0.04 0.04-11.4

Sigma C1184
From aspergillus niger 4 4-3000

The detection limits listed here are defined as the amount of enzyme required to 
cause approximately a 10–20% change in fluorescence compared to the control 
sample. All samples were incubated for 30 minutes at room temperature 
using the EnzChek® cellulase substrate. All assays were performed in 100 mM 
sodium acetate (pH 5.0). Enzyme unit definitions are standard definitions for 
each individual enzyme. Detection limits may vary; see Protocol Details.

Figure 1. Sample standard curves obtained with the EnzChek® cellulase substrate. Cel-
lulase from trichoderma reesei (Sigma C2730) was assayed in 100 mM sodium acetate 
(pH 5.0) digestion buffer from 0.018 to 11.4 mU/mL. Panel B shows the same experi-
ment at activities from 0.018 to 0.285 mU/mL. Samples were incubated for 30 minutes 
at room temperature and fluorescence was measured at 360/460 nm. Background fluo-
rescence has not been subtracted. 



 EnzChek ® Cellulase Substrate 3

Figure 2. Absorption spectra of the EnzChek® cellulase substrate. Samples in 100 mM 
sodium acetate (pH 5) only (solid line) were compared to those in the presence of an 
excess of cellulase from trichoderma reesei (Sigma C2730, dashed line). All samples 
were incubated for approximately 30 minutes at room temperature.

Figure 3. Sample colorimetric standard curve using the EnzChek® cellulase substrate 
at the standard working concentration. Cellulase from trichoderma reesei (Sigma C2730) 
was assayed in 100 mM sodium acetate (pH 5.0) digestion buffer from 0.57 to 
22.8 mU/mL. Samples were incubated for 30 minutes at room temperature and absor-
bance was measured at 360 nm. Sensitivity has been reduced approximately 30-fold 
compared to the fluorescence-based assay. 

Prod uct List  Current pric es may be ob tained from our website or from our Customer Service Department.

Cat # Product Name Unit Size
E33953 EnzChek® cellulase substrate *blue fluorescent, 339/452* ............................................................................................................................. 1 mg
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Contact Information

Further information on Molecular Probes products, including product bibliographies, is available from your local distributor or directly from Molecular Probes. Customers in 
Europe, Africa and the Middle East should contact our office in Paisley, United Kingdom. All others should contact our Technical Service Department in Eugene, Oregon.

Please visit our website—probes.invitrogen.com—for the most up-to-date information.

Molecular Probes, Inc.
29851 Willow Creek Road, Eugene, OR 97402
Phone: (541) 465-8300 • Fax: (541) 335-0504

Customer Service: 6:00 am to 4:30 pm (Pacific Time)
Phone: (541) 335-0338 • Fax: (541) 335-0305 • probesorder@invitrogen.com

Toll-Free Ordering for USA:
Order Phone: (800) 438-2209 • Order Fax: (800) 438-0228

Technical Service: 8:00 am to 4:00 pm (Pacific Time)
Phone: (541) 335-0353 • Toll-Free (800) 438-2209 
Fax:  (541) 335-0238 • probestech@invitrogen.com

Invitrogen European Headquarters
Invitrogen, Ltd.
3 Fountain Drive
Inchinnan Business Park
Paisley PA4 9RF, UK
Phone: +44 (0) 141 814 6100 • Fax: +44 (0) 141 814 6260
Email: euroinfo@invitrogen.com
Technical Services: eurotech@invitrogen.com

Molecular Probes products are high-quality reagents and materials intended for research pur pos es only. These products must be used by, or directl y under the 
super vision of, a tech nically qual i fied individual experienced in handling potentially hazardous chemicals. Please read the Material Safety Data Sheet pro vid ed for 
each prod uct; other regulatory considerations may apply.

Limited Use Label License
For research use only. Not intended for any animal or human therapeutic or diagnostic use. The purchase of this product conveys to the buyer the non-transferable 
right to use the purchased amount of the product and components of the product in research conducted by the buyer (whether the buyer is an academic or for-profi t 
entity). The buyer cannot sell or otherwise transfer (a) this product (b) its components or (c) materials made using this product or its components to a third party or 
otherwise use this product or its components or materials made using this product or its components for Commercial Purposes. The buyer may transfer information 
or materials made through the use of this product to a scientifi c collaborator, provided that such transfer is not for any Commercial Purpose, and that such collaborator 
agrees in writing (a) to not transfer such materials to any third party, and (b) to use such transferred materials and/or information solely for research and not for Com-
mercial Purposes. Commercial Purposes means any activity by a party for consideration and may include, but is not limited to: (1) use of the product or its components 
in manufacturing; (2) use of the product or its components to provide a service, information, or data; (3) use of the product or its components for therapeutic, diagnos-
tic or prophylactic purposes; or (4) resale of the product or its components, whether or not such product or its components are resold for use in research. Invitrogen 
Corporation will not assert a claim against the buyer of infringement of the above patents based upon the manufacture, use or sale of a therapeutic, clinical diagnostic, 
vaccine or prophylactic product developed in research by the buyer in which this product or its components was employed, provided that neither this product nor any 
of its components was used in the manufacture of such product. If the purchaser is not willing to accept the limitations of this limited use statement, Invitrogen is 
willing to accept return of the product with a full refund. For information on purchasing a license to this product for purposes other than research, contact Molecular 
Probes, Inc., Business Development, 29851 Willow Creek Road, Eugene, OR 97402. Tel: (541) 465-8300. Fax: (541) 335-0504.

Several Molecular Probes products and product applications are covered by U.S. and foreign patents and patents pending. All names con tain ing the des ig na tion ® are 
reg is tered with the U.S. Patent and Trade mark Offi ce.

Copyright 2005, Molecular Probes, Inc. All rights reserved. This information is subject to change without notice.


